Small, self-adhesive, inkjet-printed elastomer lenses have enabled smartphone cameras to image and resolve microscopic objects. However, the performance of different lenses within a batch is affected by hard-to-control environmental variables. We present a cost-effective platform to perform automated batch characterization of 300 lens units simultaneously for quality inspection. The system was designed and configured with LEGO bricks, 3D printed parts, and a digital camera. The scheme presented here may become the basis of a high-throughput, in-line inspection tool for quality control purposes and can also be employed for optimization of the manufacturing process.
INTRODUCTION
Recent advances in inkjet-printed optics have created a new class of lens fabrication technique: lenses with tunable geometry, focal length, and magnification can be fabricated by curing controlled amounts of liquid elastomer on a heated surface. This fabrication technique is cost effective and scalable and can produce an optically smooth surface. The resulting small, self-adhesive lens can be attached onto a smartphone camera, similar to wearing a contact lens, and enables smartphones to achieve a spatial resolution approaching 1 μm. The lens curvature modifies the optical path to the imaging sensor and enables a working distance as short as 2 mm [1] . The increasingly popular field of smartphone microscopy has shown great potential in mobile point-of-care diagnostic systems, particularly for histology of tissue sections and cytology of blood cells [2] . Self-adhesive, single-lensbased microscopy represents an innovative approach fundamentally different from other more complex smartphone microscopes [3] .
Compared with lenses made of hard materials, such as glass and plastics by grinding [4] or molding, [5] , inkjet printing represents a new concept of lens formation. However, due to the free surface formation process, changes in environmental factors during fabrication may result in dimensional variations across lenses [6] . In particular, the diameter and focal length of a lens are key parameters that dictate its magnification and imaging performance and thus require detailed individual characterization.
Existing lens inspection protocols often involve random lens sampling [7] , surface profiling with tools such as a profilometer or lensometer [8] , and manual observations for scratches or blemishes [9] . Existing microlens characterization protocols rely on exhaustive cleaning and verification of the master lens mold [10] and interference microscopy of a random sampling of the manufactured array [11] . The measurement of lens diameter and focal length can be time consuming if performed individually. Furthermore, the flexible materials used to print the lens may deform when mechanical measurements are performed. A new lens characterization platform is needed to fully exploit the low-cost, parallel inkjet-printing process.
Imaging systems have been widely used for quality control in production-line manufacturing, particularly to inspect for microscopic imperfections of lathed and machined components. These systems are typically incorporated into custommade quality control installations that are only financially feasible for large-scale productions. In contrast, low-cost imaging systems built on standardized components, such as LEGO bricks have been explored in the past to create versatile optical systems [12] [13] [14] [15] [16] . To implement an inexpensive, simple, and fast inspection scheme, here we utilize LEGO bricks, 3D printed parts, and a camera with a laptop to create a lens characterization system. The system employs parallel imaging of a large number of lenses (up to 300) and extracts key parameters by automated computer analysis.
LENS PRINTING SETUP
A lens array was printed using an elastomer curing technique [1] on a glass substrate (20 cm × 20 cm). The lens geometry is controlled by factors such as the substrate temperature and elastomer volume. For example, a previously reported parameter set involved individual droplets of 50 μL 0.1% and a glass substrate temperature at 200°C. However, the accuracy of variables such as surface temperature is hard to guarantee over large printing areas. Equipment quality and flatness issues introduce small variations that may detrimentally affect desired specifications. For example, an infrared heat map of a lens array immediately after the printing process confirms a non-uniform temperature distribution (obtained with FLIR A300), as shown in Fig. 1(a) . The resulting lenses shown in Figs To accurately characterize the imaging resolution afforded by a single lens, the lens was attached to a smartphone camera (Lumia 640) with a built-in camera module consisting of a f ∕2.2 lens and a 6.35 mm (1/4 inch diagonal or 5.08 mm × 3.81 mm) 8-megapixel (3264 × 2448 pixels) CMOS imaging sensor. A USAF 1951 resolution test target was imaged to obtain the minimum resolvable distances, which were found to be 35, 10, and 9 μm for the lenses printed at 185, 200, and 215°C, respectively [Figs. 1(e)-1(g)]. Such variation within one batch warrants each lens to be characterized; however, the procedure of checking the magnification and resolution of each lens through direct test-target imaging is time consuming and prone to human error. The goal of this work is therefore to measure lens parameters simultaneously from multiple lenses and relate them to system magnification and resolution without direct test-target imaging.
CHARACTERIZATION SETUP
The lens characterization setup was built with LEGO components (bricks, gears, and motors), 3D printed parts, a Fresnel lens, and two flat mirrors. The printed lens array was inserted into a holder in the light path, as shown in Fig. 2 . For focal length characterization, the lens array was illuminated by a uniform light field produced by a high-power LED spotlight (2700 lm) with a 2 cm × 2 cm square aperture, followed by a collimating Fresnel lens (f 76.2 cm) adjusted to create a collimated beam. A translucent acrylic screen placed on a motorized stage near the back focal plane of the lens array provided a surface for focused beam profiles to be projected. A camera (Nikon D5500, 24MP) was set to capture full resolution images of beam profiles at regular intervals. For diameter characterization, the sliding acrylic screen was removed and the lens array rotated to face the illumination source, which enabled the circumference of each lens to be clearly imaged.
The user-controllable motorized stage was made with LEGO components (#8881,2,4,5, #4716, #10928 #4019, #3649, #32185). The motor was powered by a battery pack and controlled by remote control via a receiver. The motor achieved continuous 90 rpm clockwise or counterclockwise motion, which translated into a horizontal displacement of acrylic screen stage. The use of worm gears, a drop-down gear system, and gear rack translated every 360°motor rotation into 0.32 mm of linear horizontal displacement at 0.5 mm/s speed. The increased torque from the drop-down gear system enabled uniform displacement throughout the entire range. The motor assembly schematic generated by Digital Designer software (LEGO) is shown in Fig. 3 .
The cost of the system included ∼$100 for LEGO bricks, gears, motors, plates, and electrical connectors, ∼$100 for an LED spotlight and other optical components such as a large Fresnel lens and mirrors, and $10 for 3D printing costs. The most expensive components were the digital camera and computer, which together cost about $1000. In comparison, a typical lens-checking system (interferometer or profilometer) can be significantly more expensive. [8,10,11] Lens characterization system: A camera fixed behind the lens array allowed the outline of each lens to be imaged. With the addition of a motorized sliding acrylic screen, the light focused by each lens was projected onto the screen, and images of the projected beam profiles were captured by the camera. The system was assembled with LEGO bricks and 3D printed parts.
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The camera was equipped with a standard 18-55 mm f ∕3.5 − 5.6 lens. A 55 mm focal length was selected to minimize distortions, and an aperture of f ∕8 was selected to maximize depth-of-focus and minimize optical aberrations. The distance between the camera and substrate was 50 cm, which yielded a field of view (FOV) of 40 cm × 30 cm. The FOV was selected to yield a sampling resolution of 50 μm. By mounting the camera closer to the lens array, improved image resolution could be achieved due to increased sampling points per lens with a reduced FOV. Camera Control Pro software (Nikon) was used for remote camera shutter control from a laptop computer. The codes for image processing and analysis were written in MATLAB (MathWorks).
RESULTS
A 30 × 10 lens array was printed with 25 μL 0.2% elastomer at 210°C, as shown in Fig. 4 . A US penny was placed next to the array for size calibration.
A. Diameter Characterization
Pixel size calibration was performed with a US penny affixed next to the lens array. The image was processed by MATLAB. First, the image was binarized. Second, Hough transform was used for circle detection: the coin was detected and pixel distances calibrated according to the coin diameter (19.7 mm). Subsequently, each lens was detected and its pixel coverage measured; the data were converted to an absolute distance for each lens. Lenses with a circularity <0.98 were automatically rejected. Third, a histogram of lens diameters was generated, as shown in Fig. 5 . The locations and sizes of each lens were color-coded over the original image for visual inspection, as shown in Fig. 5 (inset) . The program required 5 s of total execution time per image, or ∼20 ms per lens.
Diameter characterization concluded that 283 out of 300 lenses were within an arbitrary specification of d 4.61 0.03 mm (method of obtaining specification shown in Section 5). The mean and standard deviation of the within-specification lenses were 4.61 mm and 0.01 mm, respectively, and the relative standard deviation (RSD) was 0.2%. The overlaid color map indicated that lenses near the top right perimeter printed larger than specified due to uneven heat distribution.
The inherent error in the imaging system was measured by repeating the diameter characterization process with an array of printed circles that occupied the entire image FOV. Repeated images of an array of 4.6 mm diameter circles printed by a computer printer (Brother HL-L2300D) at 2400 dpi concluded that the imaging system error was less than 0.25% within the usable FOV (defined as a square drawn from the center that does not exceed 50% of the entire FOV in the longer dimension).
B. Focal Length Characterization
Lens focal length was determined using the same setup with the addition of a motorized sliding translucent acrylic screen attached in front of the lens array to image the projected beam profiles. To accurately characterize the focal length of each lens, the lenses were oriented backwards such that the planar sides of the lenses were on the same plane. The focal length of each lens was defined as the lens-to-screen distance when the full-width at half-maximum (FWHM) of its projected focal spot was minimized. The LEGO motor translation stage enabled the screen to slide from z 20 mm to z 3 mm behind the lens array (where z 0) at 0.5 mm/s. The camera captured fullresolution images at 5 fps, which allowed image acquisition at every 100 μm interval in lens-to-screen distance. A higher focal length resolution could be achieved by stepping down the motor. The shutter speed was set sufficiently fast (1/120s) to prevent the projected beam intensity from saturating the camera sensor and motion blur.
For each image, the camera captured the entire array of the focal spot beam profiles. After sequential image acquisition at different z distances, the images were processed frame by frame. For a single frame, the beam profile of each lens was detected, background subtracted, and the FWHM of the intensity profile was calculated in both the x and y directions. This generated a matrix that contained the location and FWHM for every lens in one acquired frame. The FWHM from all frames were compared, and the z distance of the corresponding frame where the FWHM reaches minimum was used as the focal length of the lens. Each image required 8 s processing time, with a total execution time for 170 frames set to roughly 20 min. However, since the focal length was known to be in the range of 11 mm, only images acquired for lens-to-screen distances within 8-14 mm were processed, thereby shortening the total processing time to 8 min. For this lens array of 300 lenses, this yielded a calculation time of 1.6 s per lens. Figure 6 shows the projected beam profile of one lens within the array. Figures 6(a)-6(e) show the evolution of the intensity profile of the selected lens at five z distances. The FWHM was calculated in both the x and y directions, and the focal length was verified as 11.0 mm for this lens. A histogram of the focal length from all 300 lenses is shown in Fig. 7 .
Focal length characterization concluded that 265 out of 300 lenses were within an arbitrary specification of f 11.4 1.1 mm (method of obtaining specification shown in Section 5). The mean and standard deviation of the withinspecification lenses were 11.52 mm and 0.40 mm, respectively, and the RSD was 3.4%. It was observed that the out-ofspecification lenses during diameter characterization also did not meet the required focal length requirements, due to the incorrect geometry caused by uneven heat distribution.
The accuracy of focal length measurements depends on the correct distance between the lens array and screen. The distance between the acrylic screen and glass plate was verified with calipers across the entire region, and the tightly fitting 3D-printed components ensured a difference less than 100 μm. The focal lengths of randomly selected lenses were measured by a previous method [1] and compared with results obtained from the system, which yielded a difference up to 100 μm.
DISCUSSION
For lenses printed with the same nominal volume, e.g., 25 μL, it was observed that increased surface temperature caused the elastomer to cure faster, leading to a smaller lens diameter, as shown in Fig. 8 (solid curve) . As the elastomer volume remained constant, a smaller lens diameter caused the lens to have a larger curvature and shorter focal length, as shown in Fig. 8 (dashed curve).
Both diameter and focal length depend solely on the curing temperature of the substrate for a fixed volume. Figure 9 shows the lens focal length (f Lens ) versus diameter (d ), where an empirical calibration curve can be obtained as f Lens 10 −4 × exp 2.52×d , with R 2 98.5%.
As mentioned earlier, to avoid exhaustive testing of each lens on a smartphone with a target for magnification and resolution, it is highly desirable to establish an empirical calibration curve to relate these "performance" parameters to lens parameters such as the diameter and focal length.
The system magnification M of the smartphone microscope system is defined by comparing the image to an object of known size (USAF 1951 resolution test target). Since the perceived magnification of a smartphone microscope changes with Research Article different display sizes and smartphone orientation, we followed a standard resolution baseline of 300 dpi. (This value corresponds to the minimum human eye resolution at normal reading distance of 30 cm [17] ). For example, a Lumia 640 used in this work produces an image with 3264 × 2448 pixels, which is 278 mm × 208 mm at 300 dpi. For a magnification that is display independent, we could define a distance constant c, such that M c∕f Lens , where f Lens is the focal length of the elastomer lens itself. The equation is valid if the distance between the cardinal points and imager remains constant; therefore, the focusing mechanism on the Lumia 640 was fixed by software to operate at its shortest working distance. Next, we individually obtained the magnification and minimum resolvable feature of 265 lenses that met the focal length specification (11.4±1.1 mm) in Fig. 7 . As shown in Fig. 10 , the focal length and magnification can be related by a fitting curve where M 340.89∕f Lens with R 2 98.9%. The smallest resolvable feature is R FOV∕p#, where FOV is the dimension of the image full FOV, and p# is the number of pixels on the imaging sensor. For the Lumia 640 with a 30 × elastomer lens operated at a minimum working distance (WD) of 18 mm and FOV of 7.82 mm× 5.87 mm, a theoretical value R 2.40 μm per pixel can be obtained. Experimentally, the optical resolution did not achieve the diffraction limit due to lens aberrations and RGB color filter efficiencies of the imaging sensor, among other factors. Experimental measurements yielded R 4.5 − 5.5 μm for the Lumia 640 with a 30 × elastomer lens, and precisely 4.92 μm at exactly 30 × . Despite the discontinuous distances in the resolution test images, a linear fitting curve can be obtained since the FOV of the images are known.
The fitting results suggest that the focal length of up to 300 lenses can be used to simultaneously obtain system magnification and resolution without the need for further one-by-one system-level testing, which is labor intensive and time consuming. In order to achieve magnification tolerance of 30 × 10% and resolution better than 6 μm for the lens, the lenses were printed with 25 μL 0.2% volume of elastomer, and the diameter and focal length tolerances were calculated 4.61 0.03 mm and 11.4 1.1 mm, respectively.
CONCLUSION
Inkjet-printed optics enabled high-throughput and inexpensive fabrication of lenses with tunable geometry, magnification, and focal length. However, the dependence on environmental factors warrants each lens to be inspected for conformity to its nominal specifications. We have demonstrated an imaging setup assembled with off-the-shelf parts, LEGO bricks and 3D printed components, and a workflow to perform these characterizations. A diameter resolution of 50 μm and focal length resolution of 100 μm have been achieved simultaneously for up to 300 lenses. The fast image processing and minimal sample modification would enable this platform to assist in in-line inspection in manufacturing facilities.
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